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Foreword 

This Ethiopian Standard has been prepared under the direction of the Technical Committee for Cereals, pulses and derived 
products (TC 11) and published by the Ethiopian Standards Agency (ESA). 

The standard is a reaffirmation for reprint of the Ethiopian Standard ES ISO 711:2001, Cereals and cereals products-Determination 
of moisture content (Basic reference method) (Identical with ISO 711:1985), with some editorial changes without altering the 
technical contents in the former text. 
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Cereals and cereal products — Determination of moisture 
content (Basic reference method) 



Introduction 

The basic reference method specified In this International Stan- 
dard ensures complete removal of moisture from the product, 
as has been demonstrated by tests of reversibility and addition 
of moisture, while avoiding any alteration in its chemical com- 
position, particularly oxidation and loss of volatile organic 
substances, 



1 Scope and field of application 

This International Standard specifies the basic reference 
method for the determination of the moisture content of 
cereals and cereal products. 1' 

The method is not applicable to maize, for which an identical 
method, called the absolute method, is specified in the annex 
to ISO 6540, Maize — Determinatfon of mofsture content (on 
mi/fed grains and on whofe grains}. 

This basic reference method, which necessitates the employ- 
ment of special equipment and experienced analysts, is 
therefore only suitable for use in specialized laboratories, and is 
intended to serve as a standard for checking and perfecting 
routine methods for the determination of moisture content (see 
particularly ISO 712). It is not intended to be used for settling 
commercial disputes. 



4 Principle 

If necessary, grinding of a sample, after conditioning, if re- 
quired. Drying of a test portion under reduced pressure, at a 
temperature between 45 and 50 °C and m the presence of a 
desiccant, until constant mass is reached- 



5 Apparatus 

5.1 Analytical balance. 

5.2 Apparatus for reducing pressure to 1,3 to 2,6 kPa,2J 
for example a water pump. 

5.3 Grinding mill, having the following characteristics: 

a) made of material which does not absorb moisture; 

b) easy to clean and having as little dead space as 
possible; 

c) enabling grinding to be carried out rapidly and uni- 
formly, without appreciable development of heat and, as far 
as possible, without contact with the outside air; 

d) adjustable so as to obtain particles of the dimensions 
indicated in 7.1.1. 



2 References 

ISO 712, Cerea/s and cereai products — Determination of 
moisture content (Routine reference method}, 

ISO 950, Cerea/s — Sampling fas grain}. 



5.4 Metal dish, 3' non-corrodible under the test conditions, 
with a sufficiently tight-fitting lid and having an effective sur- 
face area such as to allow the test portion to be distributed in a 
layer having a mass per unit area of not more than 0,3 g/cm^. 

5.5 Cup, made from glass or porcelain. 



3 Definition 

moisture content: The loss in mass, expressed as a per- 
centage, undergone by the product under the conditions 
specified in this International Standard. 



5.6 Drying tube/J of glass, in two parts, one of which, in- 
tended to receive the dish (5.4), is closed at one end, while the 
other, intended to receive the cup (5.5), carries a semi-capillary 
tube, with a stopcock, for evacuation purposes- The two parts 
are connected by a ground glass joint. 



1) This method inas been applied successfully to the following products: wheat, rice (paddy, husked and milled rice), barley, millet, rye and oats, In 
the form of grains, milled grains, semolina or flour. 

2) 1,3 to 2,6 kPa = 13 to 26 mbar = 10 to 20 mrnHg. 

3) A suitable metal dish is shown, for information only, in figure 1. 
4} A suitable drying tube is shown, for information only, in figure 2. 
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The test portion may be cooled In this apparatus after drying, a 
desiccator {5.9} being then unnecessary for this operation, 

5-7 Constant-temperature oven, electrically heated, 
enabling the part of the drying tube (5.6) containing the dish 
(5,4) to be maintained at a temperature between 45 and 50 °C. 

5.8 Air-drying train; gas-washing bottle containing pure 
analytical grade sulfuric acid {020 > 1 ,83 g/ml), connected to a 
tube containing pure analytical grade diphosphorus pentaoxide 
spread on glass wool. 

5.9 Desiccator, containing an efficient desiccant. 



6 Sampling 

See ISO 950. 

7 Procedure 

7,1 Preparation of the test sample 

7.1.1 Products not requiring to be ground 

Products having particles of sizes less than or equal to 1,7 mm, 
less than 10 % {mim) being over 1 mm and more than 
50 % [mlm] being less than 0,5 mm, do not need to be ground 
before the determination. 

Mix the laboratory sample thoroughly before taking the test 
portion (7.2.1}. 

7.1.2 Products requiring to be ground 

ff the sample does not have the particle size characteristics 
mentioned in 7.1.1, it shall be ground either without pre- 
conditioning (7.1.2,1) or with pre-conditioning {7,1,2.2). 

7.1.2.1 Grinding without pre-conditioning 

For products which are not likely to undergo variations in 
moisture content in the course of grinding [in general, products 
with a moisture content between 7 and 17% [mfm)^'^ 
(see 9.1)], carry out grinding without pre-conditioning. 

Adjust the grinding mill (5.3) to obtain particles of the dimen- 
sions Indicated in 7.1 .1, grind a small quantity of the laboratory 
sample and discard it. 

Then quickly grind about 3,5 g of the laboratory sample, and 
immediately proceed in accordance with 7.2.2. 

7.1.2.2 Grinding with pre-conditioning 

Products which are likely to undergo changes in moisture con- 
tent in the course of grinding [in general, products with a 



moisture content more than 17 % (w/m)iJ or less than 
7 % {mlm)^ shall be pre-conditioned so as to bring their 
moisture content to between 7 and 17 % (/n//??)'" [if possible 
between 9 and 15 % {mlm) (see 9.1)], before grinding. 

If the moisture content is more than 17 % {mfm)^'^ (the more 
frequent case), weigh, to the nearest 0,2 mg, about 3,5 g of the 
laboratory sample and pre-dry It in accordance with 7.3, except 
that the drying time shall be 1,5 to 2 h (see 9,2) and it Is 
unnecessary to renew the diphosphorus pentaoxide. 

if the moisture content is less than 7 % [mim), place about 
3,5 g of the laboratory sample, weighed to the nearest 0,2 mg, 
In a suitable atmosphere (usually that of the laboratory) and 
leave It to acquire a moisture content within the limits specified 
above. 

After conditioning, weigh the sample to the nearest 0,2 mg, 
grind it immediately in the grinding mill (5.3), adjusted to obtain 
particles of the dimensions indicated In 7,1.1, and immediately 
proceed In accordance with 7.2.2. 

7.2 Test portion 

7.2.1 For products not requiring to be ground, rapidly weigh, 
to the nearest 0,2 mg, about 3 g of the test sample (7.1 .1) into 
the dish (5.4), previously dried and weighed, together with Its 
lid, to the nearest 0,2 mg. 

7.2.2 In the case of products which have had to be ground, 
rapidly weigh all thegrlndings obtained (7,1.2.1 or 7. 1.2. 2) Into 
the dish (5.4), previously dried and weighed, together with its 
lid, to the nearest 0,2 mg. 

7.3 Drying 

Place the open dish (leaving its lid In the desiccator) containing 
the test portion (7.2) at the closed end of the drying tube (5.6) ; 
introduce, near to It, the cup (5.5) containing a layer of 
diphosphorus pentaoxide about 1 cm thick. Fit the two parts of 
the drying tube together and reduce the pressure In the 
assembled tube to a value of the order of 1,3 to 2,6 kPa, using 
the vacuum apparatus (5.2); this should be done gradually In 
order to avoid material being thrown out of the dish. Close the 
connection to the vacuum apparatus, and place the part of the 
tube containing the test portion In the oven (5.7), controlled at 
45 to 50 ^C (see 9,4). 

When the diphosphorus pentaoxide agglomerates at the sur- 
face, renew it after restoring atmospheric pressure inside the 
drying tube by causing air, which has passed through the dry- 
ing train (5,8), to enter slowly through the semi-capillary tube. 
Reduce the pressure in the drying tube again and continue the 
drying as before. 

After about 100 h, take the tube out of the oven, allow it to cool 
to laboratory temperature and restore atmospheric pressure in- 
side It as described above. Disconnect the two parts of the 
tube, quickly remove the dish, cover and weigh it to the nearest 
0,2 mg. 



1) 15 % {mfm) in the case of oats and rice (paddy, husked and milled rice). 
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Repeat the operations specified above until the mass is prac- 
tlcaily constant (i,e. until the difference between two successive 
weighings at an interval of 48 h is less than 0,6 mg) {see 9.3). 

7.4 Number of determinations 

Carry out two deternninations on test portions taken from dif- 
ferent test samples but from the same laboratory sample. 



8 Expression of results 

8.1 Method of calculation and formulae 

The moisture content, expressed as a percentage by mass of 
the product as received, is given by the following formulae: 

a) without pre-condftioning: 

100 

where 

^0 is the mass, In grams, of the test portion (7.2.1 or 
7.2.2); 

Wi IS the mass, in grams, of the test portion after 
drying (7.3). 

b) with pre-conditioning : 

f/ . '"3 1^00 

I Wo J ^2 

mQm2 

where 

mQ is the mass, in grams, of the test portion (7.2.2) ; 

m-[ is the mass, in grams, of the test portion after 
drying (7.3); 

W2 is the mass, in grams, of sample taken before pre- 
conditioning (7.1.2.2); 

/713 Is the mass, in grams, of the pre-conditioned 
sample (7.1.2.2). 



= 100 1 



Take as the result the arithmetic mean of the two values 
obtained, if the requirement for repeatability (see 8.2) Js 
satisfied. If it is not, the determinations shall be repeated. 

Express the result to the second decimal place. 

8.2 Repeatability 

The difference between the values obtained from two deter- 
minations (see 7,4) carried out simultaneously or in rapid suc- 
cession by the same analyst shall not exceed 0,10 g of moisture 
per 1(X) g of sample. 

NOTE — With a little practice, differences of less than 0,05 g of 
moisture per 100 g of sample can be obtained in the same laboratory. 



9 Notes on procedure 

9.1 The range of moisture contents given for conditioning 
products before grinding corresponds approximately to a 
laboratory atmosphere of temperature 20 °C and relative 
humidity 40 to 70 % . It should be modified for other 

atmospheric conditions. 

9.2 The duration of pre-drying \s given only for guidance. 
Check that it enables the desired conditioning to be obtained 
with the apparatus and the products used, 

9.3 The drying period is of the order of 150 h at least. 

9.4 A coloration at the surface of the diphosphorus penta- 
oxide indicates the loss of traces of volatile organic substances 
from the test portion. With certain deteriorated products, if the 
coloration becomes sufficiently pronounced, it is expedient to 
reduce the temperature of heating. 



10 Test report 

The test report shall show the method used and the result 
obtained. It shall also mention all operating details not specified 
in this International Standard, or regarded as optional, as well 
as any incidents which may have influenced the result. 

The report shall include all details required for the complete 
identification of the sample, and in particular the date on which 
the analysis was carried out. 
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Dimensions in millimetres 




114 int. 





rsi 



=f 







NOTE - The dish s^ow^ in the diagram has a flat bjatt^m of effectiyesurfaee 16 cm^ and an internal height of 14 mm. It maytre used with the drying 
tube shown in figure 2. 

Figure 1 — Diagram of suitable metal dish and Md (for guidance only) 
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Dimensions fn millimetres 




Wall thickness ^ 2 mm 



Stopcock with oblique 
2 mm bore 



iO ^ 



180to200 




NOTE — The drying^tuhe shown in th^^diagram has a 4p/50 ground-glass joint (40 mm im diameter at the^rge end, and having a length of th^ground 
portipn of 50 mm), It is suitable for use with the dJsh Shown in figure 1. The bfive ending to the St©p€Ot;k side arnritnaV be replaced^ayj^^nd glass 
joint 



Figure 2 — Diagram of suitable drying tube ^^loD^gvi^^f^ee-oaly) 
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Organization and Objectives 

The Ethiopian Standards Agency (ESA) is the national standards body of Ethiopia 
established in 2010 based on regulation No. 193/20 10. ESA is established due to the 
restructuring of Quality and Standards Authority of Ethiopia (QSAE) which was 
established in 1970. 

ESA ^s objectives are:- 

<♦ Develop Ethiopian standards and establish a system that enable to 

check weather goods and services are in compliance with the 

required standards, 
♦ Facilitate the country's technology transfer through the use of 

standards, 
<♦ Develop national standards for local products and services so as to 

make them competitive in the international market. 

Ethiopian Standards 

The Ethiopian Standards are developed by national technical committees which are 
composed of different stakeholders consisting of educational Institutions, research 
institutes, government organizations, certification, inspection, and testing 
organizations, regulatory bodies, consumer association etc. The requirements and/ 
or recommendations contained in Ethiopian Standards are consensus based that 
reflects the interest of the TC representatives and also of comments received from 
the public and other sources. Ethiopian Standards are approved by the National 
Standardization Council and are kept under continuous review after publication and 
updated regularly to take account of latest scientific and technological changes. 
Orders for all Ethiopian Standards, International Standard and ASTM standards, 
including electronic versions, should be addressed to the Documentation and 
Publication Team at the Head office and Branch (Liaisons) offices. A catalogue of 
Ethiopian Standards is also available freely and can be accessed in from our 
website. 

ESA has the copyright of all its publications. No part of these publications may be 
reproduced in any form without the prior permission in writing of ESA. 
International Involvement 

ESA, representing Ethiopia, is a member of the International Organization for 
Standardization (ISO), and Codex Alimentarius Commission (CODEX). It also 
maintains close working relations with the international Electro-technical 
Commission (lEC) and American Society for Testing and Materials (ASTM) .It is a 
founding member of the African Regional Organization for standardization 
(ARSO). 



More Information ? 
Contact us at the following address. 
The Head Office of ESA is at Addis Ababa. 

Son- 646 06 85, Oil- 646 05 65 
1^011-646 08 80 
ISI 2310 Addis Ababa, Ethiopia 
E-mail: info@ethiostandards. org. 
Website: www. ethiostandards. org 




Standard Mark 



